Thermo Scientific Automation Tips
for epMotion Liquid Handling System 50 pL and 300 pL Tips

nstructions For Use

1. Select the Worktable Tab in your new or existing protocol.

2. Select Adapter for Labware-Type. Height for Sub-Type.
Height Adapter 40mm for Labware.

3. Drag the 40mm Height Adapter to the location on the deck you
would like to use for the tips.

4. Repeat this step if using multiple tip locations.

(continue to backside)
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5. Select Tips for Labware-Type.
6. The height adapter is only used with the 50ul. and 300uL tips.

7. Drag and drop the appropriate tip configuration on top of the
40mm Height Adapter on the Worktable.

8. The tips are now ready for use.
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